[Dosage load and value of cranial angiography. A digital intravenous/intra-arterial camera (105 mm) and imaging plates].
The integral dose and the dose to the organ at risk were calculated using the following angiographic techniques: 1. Intravenous DSA in the neck, 2. Intravenous DSA in the skull, 3. Intra-arterial DSA in the skull in searching for an aneurysm. This was compared with 4. 105 mm. camera technique and 5. An imaging plate technique. These methods have been compared with reference to dose and diagnostic value. Desirable developments for angiography in the future are discussed.